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SUMMARY 


A tunable diode laser heterodyne radiometer has been developed for ground- 
based measurements of atmospheric solar absorption spectra in the 9 to 11 Mm 
spectral range. The performance and operating characteristics of this Tunable 
Infrared Heterodyne Radiometer (TIHR) will be discussed along with recently mea- 
sured heterodyne solar absorption spectra in the 9 to 11 pmi spectral region. 


INTRODUCTION 

Fixed frequency or discretely tunable OO 2 laser local oscillators (LO) 
have been used in heterodyne radiometers to measure selected species of atmo- 
spheric or astronomical interest (refs. 1 , 2, 3, 4, 5, and 6 ). The range of 
applications have in general depended upon coincidences between CO 2 laser 
emission wavelengths and absorption lines of the desired species. Often no 
overlap exists or the close coincidences that are available are contaminated 
by interferences from other atmospheric species. Far more important, however , 
for monitoring a wide range of species, is the limited overall coverage avail- 
able from conventional OO 2 laser systems (i.e., from ~ 9 to 11.5 Mm). Clearly, 
the use of passive IR heterodyne techniques would be greatly enhanced through 
the use of tunable laser LO's operating over a wider spectral region. 

Tunable Diode Lasers (TDL) are currently the only commercially available 
devices that offer the potential for spectral coverage from 3 to 30 Mm. These 
lasers have been successfully used as LO f s in heterodyne systems for astronom- 
ical observations (ref. 7) of the thermal emission from Mars and the moon and 
for limited stratospheric measurements of solar absorption by ozone (ref. 8 ). 

Ku and Spears (ref. 9) have reported on the use of TDL LO to detect C 2 H 4 in a 
laboratory environment using a 900 K blackbody as the source and they also 
report on excess RF noise generated in a heterodyne system by a diode laser. 
Additional laboratory studies on the effects of TDL generated noise on hetero- 
dyne applications have been reported by references 10, 11, 12, and 13. Of par- 
ticular significance are the results reported by Allario et al. (ref. 12) demon- 
strating that the performance of a TDL radiometer can be comparable to that 
available from a C0 2 laser system. 

In this paper, we report on the design and use of a TDL heterodyne radi- 
ometer for high resolution ground based atmospheric solar absorption measure- 
ments. The performance and operating characteristics of the system will be 
discussed along with atmospheric absorption of HNO 3 , O 3 , C02' and H 2 O in the 
9 to 1 1 Mm spectral region. These data along with additional spectra to be 
obtained with this system, when coupled to existing Fourier transform spectra 
(ref. 14) will be useful for identifying optimum LO wavelengths for future 
tropospheric and stratospheric monitoring. 



Use of trade names or names of manufacturers in this report does not 
constitute an official endorsement of such products or manufacturers, either 
expressed or implied, by the National Aeronautics and Space Administration. 


EXPERIMENTAL DETAILS 

The Tunable Infrared Heterodyne Radiometer (TIHR} discussed here is shown 
in figure 1 . It is currently coupled to an 8 in. heliostat located on the roof 
of a laboratory at Langley Research Center, Hampton, VA. The current version 
of the TIHR is designed to operate over the spectral region from 8 to 1 2 \m . 

The lower wavelength cutoff is dictated by a long pass optical filter in the 
solar path, while the long wavelength cutoff is due to the spectral response 
of the high speed HgCdTe photomixer. The TDL* s are mounted in a commercially 
available closed cycle cooler modified to reduce frequency fluctuations in 
the laser output. Radiation from the TDL is collected and collimated by an 
f/1 Ge lens. The monochromator shown in figure 1 is only used for coarse 
wavelength characterization and identification. During operation of the radi- 
ometer, the monochromator is bypassed by using the first flip mirror, and for 
multimode laser operation a scanning etalon is inserted in the optical path to 
isolate and track a single TDL mode. The TDL and solar radiation are combined 
at the 1:1 ZnSe beamsplitter and then focused onto a LN 2 cooled HgCdTe photo- 
mixer with an f/2 Ge lens. The incoming solar radiation from the heliostat (or 
1 300 K blackbody for calibration and alignment) is mechanically chopped and fil- 
tered using hhe 8 ym long pass optical filter. The TDL radiation reflected by 
the beamsplitter is directed into a wavelength identification system similar to 
that used in standard TDL spectroscopic systems. The gas cell, with a suitable 
reference gas, provides an absolute frequency scale while the solid Ge etalon 
provides a relative frequency scale to account for the nonlinear tuning rate of 
the laser over extended wavelength regions and between absorption lines from the 
reference gas. 

One of the advantages of tunable L0*s is that the radiometer can be used 
either as a scanning or fixed frequency system. As a fixed frequency system, 
the TIHR utilizes a wide bandwidth photomixer and IP amplifier (i.e., 5 to 
2000 MHz). The IF output Is channelized using up to 16 IF filters. The output 
from each filter is rectified by a crystal detector and synchronously detected 
by a lock-in amplifier referenced to the chopper in the solar path. In the 
scanning mode reported here, the wideband width amplifier is replaced with a 
lower noise amplifier, having a much narrower bandwidth (i.e., 1 to 200 MHz), 
a single 100 MHz bandwidth low pass IF filter, crystal detector, and lock-in 
amplifier. The scanning mode offers the advantage of wider spectral coverage 
limited only by the tuning range of the TDL. The fixed frequency operation, 
however, offers a multiplex advantage through the use of multiple IF channels 
which can be important for quantitative measurements of trace molecules. 

It is well known that the gain curve of lead salt lasers is broad enough 
to sustain several longitudinal modes in its emission spectrum. For most 
applications, a single longitudinal mode is desired. To facilitate the use of 
the scanning mode of the TIHR, the etalon shown in figure 1 was used to isolate 
and track a single longitudinal mode. Use of an etalon for mode isolation pro- 
vides a simple compact technique with high throughput. Furthermore, the center 
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of the bandpass curve for the etalon can easily be locked to the peak of an 
individual mode for operation over an extended spectral range. The electronic 
feedback system used for tracking the TDL was assembled using standard compo- 
nents. After centering the etalon transmission peak on the desired TDL mode, 
a small 1000 Hz AC dither voltage obtained from the internal oscillator of a 
lock-in amplifier was applied to the etalon control voltage. Near the etalon 
transmission peak the TDL radiation is modulated such that the modulation ampli- 
tude is proportional to the offset between the peak of the etalon transmission 
curve and the isolated TDL mode; the phase of the modulated TDL signal relative 
to the dither voltage depends on which side of the etalon transmission curve the 
isolated mode is located. Therefore, a phase/amplitude dependent signal is 
obtained by synchronously detecting the modulation on the DC current generated 
in the photomixer by the TDL radiation. This is used to control the etalon 
plate spacing via a variable gain high voltage amplifier internal to the etalon 
control module. To minimize the effects on the heterodyne signal, the dither 
frequency was chosen to be an odd multiple of the chopper frequency in the solar 
path and much larger than the effective post integration frequency. Figures 2a 
and 2b illustrate the operation of the tracking etalon. The upper trace in each 
figure is the heterodyne signal obtained using a 1300 K blackbody source while 
the lower trace is the output of the solid etalon in the wavelength identifica- 
tion section. In figure 2a, the general shape of the heterodyne signal results 
from the convolution of the TDL power curve and the bandpass function of the 
static etalon. In figure 2b, where the etalon is locked to the peak of the TDL 
mode, there is little variation in the TDL power curve over the same tuning 
range used in figure 2a. More important, the continuous spectral coverage is 
now limited only by the tuning range of the individual mode and the overall sig- 
nal variation is now due to the true variation in laser power. 


ATMOSPHERIC SOLAR ABSORPTION 

Table I gives the spectral regions that have been covered to date using two 
lead salt lasers; one provided by Wayne Lo, from General Motors Research Labora- 
tory, and the other obtained from Laser Analytics, Inc. Figures 3, 4, and 5 
show spectra in which all the features have been identified. For the data shown 
here, the LO power ranged from about 200 to 300 yw, Each spectra was recorded 
in the scanning mode with a 100 MHz low pass IF filter (i.e., spectral resolu- 
tion « 0.007 cm” 1 ) and a post integration time of 2.5 sec. The measured signal- 
to-noise ratio (SNR) ranged from 200 to 300. For the above system parameters, 
the maximum expected SNR viewing the unattenuated solar energy is approximately 
800. Atmospheric attenuation, mismatch between the TDL and signal wavefronts 
along with uncertainties in some system parameters such as optical throughput 
and photomixer efficiency explain the lower SNR actually measured. The data 
shown in figure 3 includes the atmospheric solar absorption spectra from 
921.1 cm” 1 to 921.6 cm” 1 ; the absolute frequency mark was obtained from the 
wavelength ID gas cell with ammonia as the calibration gas, and the relative 
frequency marks from the solid Ge etalon. The only feature seen in the atmo- 
spheric spectra is attributed to water vapor. It is interesting to note that 
for this spectral region atmospheric ammonia should be discernible at tropo- 
spheric levels greater than 1 ppb. Also, note that the halfwidth of the water 
vapor absorption is approximately 3 GHz as expected for a tropospheric species. 
Figure 4 shows a spectral region exhibiting ozone absorption features with half- 
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widths which can be attributed to stratospheric pressure broadening and a CO 2 
feature with a halfwidth consistent with tropospheric broadening. The absolute 
wavelength for this spectra was obtained from the R(34) (00°1 - 02°0) CO2 fea- 
ture. This spectrum also shows the effect of a longitudinal mode change in the 
TDL emission which occurs at the point separation regions 1 and 2 where region 1 
is near 1086.8 cm -1 and region 2 is near 1088.6 cm -1 . Figure 5 shows the atmo- 
spheric absorption spectra from about 896.0 cm -1 to 896.6 cm -1 , along with two 
reference spectra from the wavelength identification section of the TIHR. The 
reference spectra is for pure HNO 3 (upper trace) and low pressure HNO 3 broadened 
by approximately 6600 Pa (50 torr) of air (middle trace). The fine structure 
seen in the atmospheric spectra can be attributed to stratospheric nitric acid. 
The wavelengths identified on this figure were obtained from Brockman et al 
(ref. 15). The broad feature at 896.507 cm -1 has been attributed to absorption 
primarily by H 2 O and CO 2 . Ifc i s significant to note that lower resolution 
(0.02 cm -1 ) ground based data (ref. 14) available for this region shows only the 
H 2 O and CC>2 absorption and little if any of the HNO 3 fine structure seen in 
figure 5. Figure 6 shows a synthetic atmospheric spectra generated using the 
line parameters for CO 2 , H 2 O (ref. 16), and HNO 3 (ref. 15). With the exception 
of the overall shape of the experimental data due to the TDL power variation, 
the similarity between the synthetic spectrum and the experimental spectrum is 
evident. With the addition of a blackbody calibration source, the experimental 
data could be used to obtain HNO 3 profiles. 


CONCLUDING REMARKS 

In summary, we have shown the design and operating characteristics of a 
tunable infrared heterodyne radiometer which uses a tunable diode laser as a 
local oscillator. The use of a scanning etalon as a mode isolator as well as 
the improvement in system performance when the etalon was locked to the TDL was 
shown. Atmospheric absorption spectra of selected regions from the 9 and 11 urn 
were presented. These data exhibited the highest resolution HNO 3 atmospheric 
spectra obtained to date and demonstrated the ability of the TIHR to discrimi- 
nate between absorption which occurs in different atmospheric regions. 


Langley Research Center 

National Aeronautics and Space Administration 
Hampton, VA 23665 
September 12, 1980 
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TABLE I.- APPROXIMATE WAVE NUMBER RANGE AND ATMOSPHERIC 


SPECIES WHICH CAUSE ABSORPTION 


Wave number range (cm 1 ) Absorbing species 


1 064.0 

to 

1064.6 

°3 

1 066.2 

to 

1067.1 

O3, C 0 2 r H2O 

1 068.3 

to 

1 069.4 

03/C02 

1 070.9 

to 

1071 .7 

03 

1072.8 

to 

1 073.7 

C0 2 , O3 

1075.0 

to 

1076.0 

o 3 , h 2 o 

1 077.4 

to 

1078.2 

O3, C 0 2 

1079.4 

to 

1 080.2 

0 3 » c0 2 

1 081 .8 

to 

1 082.5 

C0 2 , 03 

1084.2 

to 

1 085.0 

CO 2 , O3 

1 086.5 

to 

1 087.2 

co 2 , 0 

1 088.7 

to 

1089.3 

CM 

8 

* 

CO 

0 

1091 .2 

to 

1 091 .8 

h 2 o, o 3 

1092.7 

to 

1093.2 

°3 

896.0 

to 

. 896.6 

HN0 3 , co 2 , h 2 0 

921 .1 

to 

921 .6 

h 2 0, nh 3 


7 


l 



From helfostat 



Eta Ion 


Figure 1.- Optical schematic of the tunable infrared heterodyne radiometer. 
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Source temperature = 1300 K 


Heterodyne signal- 


1.47 GHz 



Current (Amps) 

(a) Blackbody (1 300 K) heterodyne signal obtained with a TDL mode isolated 
with a fixed spacing on the scanning etalon in figure 1 . 


Source temperature = 1300 K 


Heterodyne signal 


Etalon 


.47 GHz 



Current (Amps) 

(b) Same as in (a) above except the scanning etalon was locked to the TDL 
mode using a conventional feedback circuit. 


Figure 2.- Effect of TDL mode isolation technique on blackbody heterodyne 

signal. 



Relative signal 



Figure 3 .- Heterodyne solar absorption spectrum of atmospheric water 
vapor with NH3 as the reference gas. 



Figure 4.- Heterodyne solar absorption spectra of atmospheric ozone and 
CO2. The absolute wavelength was identified by the broad atmosphere 
R(34) (00°1 - 02°0) CO2 line. 


1088. 654 cm 


Signal 



Figure 5.- Heterodyne solar absorption spectrum compared to two HNO 3 

reference spectra. 



Figure 6 .- Synthetic atmospheric spectrum in the same spectral region 

shown in figure 5. 
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